Speckle interferometry in the thermal wavelengths range (long-wave infrared, 8-14 µm), combining a CO 2 laser and recording with an uncooled microbolometer camera is presented. In this wavelength range specklegrams are affected by the thermal radiation emitted by objects at room temperature. This allows simultaneously capturing temperature and surface shape information about objects. The FANTOM project is based on this concept and an instrument was developed to take advantage of this natural data fusion. It has been used in a variety of nondestructive testing applications where both information are useful, specifically in aeronautical composite structures.
INTRODUCTION
Electronic speckle pattern interferometry (ESPI) and Holographic Interferometry [1] are well-known nondestructive techniques used for the full-field contactless measurement of object surface displacements, which can be determined through fringes patterns (interferograms) superimposed to the object image. Thermography is an imaging technique which is used in a wide variety of applications, among which nondestructive testing [2] . Following Planck's law, the spectral radiance of a blackbody is function of the temperature of the latter [2] . In thermography a thermal imager integrates this spectral radiance over some infrared spectral range and in a given solid angle. The resulting flux is related to the temperature of the object or scene observed. HI/ESPI and thermography are often used in combination because they give complementary information, mainly in the field of defect detection [3] [4][5] [6] . Nevertheless in such cases, separate devices with their own imaging systems are used. Deformation map (from interferograms) and thermal images require to be resampled for correlating both.
The concept presented in this paper is based on the fact that HI or ESPI in the infrared range offers the possibility of a natural fusion of information. Indeed in the infrared these interferometric techniques use cameras which are also used in thermography. Therefore it makes sense to think capturing both information simultaneously on every pixel, which allows a perfect correlation between thermal and deformation fields.
We consider here the long-wave infrared range (LWIR) with wavelengths between 8 and 14 micrometers and the CO 2 laser as coherent source, with various possible lines around 10 micrometers. Photochemical hologram recording at this wavelength was studied already in the 1960s years. In a previous paper [7] we performed a literature survey of the different materials. We showed that there was no convincing material for recording holograms to be used in HI, mainly because of low resolution and some other practical considerations. Therefore electronic hologram recording is preferred due to the recent development of various thermal focal plane array technologies, which is in constant evolution in terms of performances and resolution increase, while cost decreases.
The very first evidence of such LWIR electronic recording was provided by Løkberg and Kwon in 1984 [8] which showed ESPI with CO 2 lasers associated with pyroelectric vidicon cameras. The vidicon image capture requires variable image intensity. Therefore only variating speckle patterns could be recorded which limited the application of ESPI on vibrating objects. In 2003 Allaria et al. [9] proposed LWIR digital holography (DH) with a modified pyroelectric sensor array which allows imaging of static objects. Since then that group showed numerous applications and advantages of LWIR DH. One advantage of LWIR DH is the possibility of reconstructing numerically objects larger than in visible DH (for a given distance between the object and the sensor) because the ratio of the wavelength and pixel size is generally 5 to 10 times larger in LWIR [7] [10] . Recently it was demonstrated that lensless LWIR DH can capture laser light reflected by humans illuminated through smokes and flames and reconstruct numerically images of sufficient quality to recognize the presence of people located beyond [11] . An up-to-date review of applications based on specific features of LWIR DH can be found in [12] .
In the metrology and nondestructive testing domain, we have shown various developments and applications. Our preliminary LWIR ESPI results concerned in-plane ESPI [13] , out-of-plane ESPI [14] and out-of-plane lensless digital holographic interferometry (DHI) [14] . In these methods one observes the optical phase differences that are related to the object displacement or deformation between two object states. The advantages of LWIR are the displacement measurement range which is 20 times larger in the LWIR than in the visible and the relaxed stability constraints [13] [14] . We pursued these studies by the development of LWIR DHI for the deformation metrology of large aspheric space reflectors under space simulated environment [7] , with various types of illuminations for dealing with the specularity of surfaces [15] and we have demonstrated its application to exotic shapes like off-axis elliptic reflectors [16] .
The work presented here is related to developments in LWIR digital holography in view of nondestructive testing of aeronautical composites in the frame of the European Union funded project FANTOM (Full-field advanced nondestructive testing technique for online thermo-mechanical measurement on aeronautical structures). We already showed achievements of LWIR DHI [17] and comparison of different LWIR interferometric techniques and optimization of an ESPI setup [18] . These works resulted in the development of a mobile ESPI head which included the CO 2 laser and a thermographic camera based on a microbolometers array. We demonstrated that the use of such long infrared wavelengths allows working in nondestructive testing applications in industrial environment. In particular large composite structures were examined in hangar conditions [19] . The nondestructive testing of large structures in industrial perturbated environments is a hot topic and various works propose alternative solutions to LWIR ESPI [19] .
We will recall first the basic principle of digital holography and describe the combination of temperature and deformation measurement. Then we describe the set-up and present a series of applications, from the thermo-mechanical measurements on composites to defect detection performed on-site.
BASIC CONCEPT
Digital hologram or specklegram recording consists in illuminating an object with a laser and realize interference between the object and reference beams on a camera array. Their interference produces, at instant t and in every pixel ( , ) x y , an intensity pattern ( , ) 
Our aim is to obtain a simultaneous image of the object thermal background (so-called thermogram) and a recording of the phase, moreover in every pixel ( , ) x y . In order to produce such a thermal image, we cannot use a lensless DH recording configuration. Indeed the thermal background being incoherent, it cannot be reconstructed and propagated at an arbitrary distance through the usual DH reconstruction principle. Conversely, by using an image-plane holographic configuration, the image is focused optically by a lens onto the camera array. Such digital image-plane holography has been compared to lensless classical DH [21] . In these imaging conditions the intensity Th I represents the emitted radiation related to the temperature of the surface of the object which is imaged on the camera sensor array.
The combination principle is depicted in Figure 1 : Figure 1 (a) shows a typical simulated holographic pattern recorded at thermal wavelength, Figure 1 (b) shows the thermogram that would be recorded if the thermographic camera was used without the laser. When the holographic part of the setup is used (i.e. the laser beam is present), the interference pattern is a high spatial frequency pattern represented in Figure 1 (c). Figure 1(d) shows the profiles of both thermal and interference components on a line y=Y, respectively the red and blue plots. 
DEVELOPMENT OF THE INSTRUMENT
In addition to develop a technique which is able of simultaneous holographic and thermographic acquisition, the FANTOM project aimed at developing a mobile interferometer for nondestructive testing to be used in industrial premices, out of laboratories. At first the consortium focused on the interferometric part of the setup and on the development of a high resolution high end cooled thermographic camera to be used in the setup. The development of the interferometer has been presented already in several papers. Various techniques were considered and compared but only one was kept for building the mobile instrument. These techniques are the off-axis DHI with a frontal lens, the ESPI with phase-shifting and the shearography, which were investigated and compared in [18] . The best results were obtained by ESPI, despite some advantages of DHI which offers the possibility of single shot measurements and direct phase extraction, whereas ESPI requires 4 phase-shifted specklegram acquisitions. Although much simpler than the former, shearography was discarded. Indeed since it provides derivative of displacement and not displacements directly, we need spatially integrating interferograms, what could lead to errors. Observing the derivative of displacements is extremely interesting for flaw or damage detection, but for pure metrology of thermo-mechanical phenomena, ESPI is better suited. Also the LWIR shearography set-up is by far more cumbersome than its visible equivalent. Finally, LWIR shearography provides a double image of the object scene with transversal shear, both in holographic part and thermal part of the signal. Extracting the thermogram from the measurement would be a more difficult task due to this specificity of shearography, whereas in ESPI we have a single image directly. Figure 2 , from (a) to (c), illustrates the big steps of this study.
(a) The interferometric studies and developments were performed on the basis of an uncooled thermographic camera (Jenoptik Variocam hr, with 640x480 pixels). In parallel Infratec GmbH (FANTOM partner) developed a new cooled LWIR camera with a 640x512 MCT sensor (HAWK sensor from Selex Galileo). Such cooled IR sensor technology allow signal-to-noise ratio and frame rate higher than uncooled ones. Usually cooled cameras are used for thermography NDT and it was initially planned to incorporate such camera into the FANTOM instrument. However the cooling system is based on an active Stirling cooler which provokes small vibrations on the sensor. Although this is not a problem for pure thermography acquisition, we found that the small residual vibrations were still a problem for using it in our prototype, such as the one displayed in Figure 2 (b). It was then decided to keep the uncooled camera for the remaining of the project. Nevertheless the new cooled camera (ImageIR 8300) has been used for active thermography in view of flaw detection in composites [22] .
The compact prototype shown in Figure 2 (b) was the necessary step for studying the main functionalities of the future instrument. Initially the laser was placed outside of the optical bench and its light was sent directly through mirrors. However this is not practical if one wishes a transportable set-up. Therefore we studied the possibility of using IR fibers. The hollow silica fibers technology proved to be efficient in transmission but the curvature radius smaller than 20 cm induced strong losses and damages the fiber cladding [19] . Consequently we discarded this possibility and moved to a design which incorporates the CO 2 laser onboard the instrument. The final mobile instrument is shown in Figure 2 (c). Figure 3 shows the scheme of principle of the instrument which is composed of a lower bench (Figure 3(a) ) containing mainly the laser (Access Laser Co, model Merit S, 8 Watts) and reference/object beams separation assembly ( Figure  3(b) ), made by polarizing beamsplitter. The upper bench (Figure 3(c) ) contains the beam combiner, the uncooled thermographic camera (Jenoptik Variocam hr, 640x480 pixels). More details on the different parts can be found in [19] . A particular attention has been paid on the design of the beam combiner (BC). One important requirement for the instrument was that the thermal background must not be disturbed, or the less possible, by the holographic part of the setup. With respect to this, the most problematic element is the beamsplitter used as BC. Indeed if we choose for example a beamsplitter with a reflectance of 50% and transmittance 50% (R50/T50) over the entire LWIR spectrum, this means that only half of the object thermal radiation will reach the camera. This in turn would strongly increase the uncertainty on the surface temperature measurement. For overcoming this, a specific BS had to be developed for the application. LWIR beamsplitters are made of coatings on ZnSe substrate. We specified the coating to be most transmitting over the LWIR spectrum and the less reflecting on the same extent, except for the laser wavelength, say around 10 µm. An ideal BC should have a 100% reflectance at the laser wavelength and 0 % elsewhere. The BC was built by II-VI Company and the most suitable coating that was obtained for us has the spectral properties shown in Figure 4 (these graphs are the computed values provided by the manufacturer, not actual measured ones). Since the thermal background is not polarized, the global transmittance is a combination of both s and p ones and the loss will remain limited to a few percents. This impacts the infrared irradiance on the camera array, i.e.
( ) , ,
Th I x y t , hence the temperature measurement. Temperature measurement assumes a calibration process, e.g. by using a blackbody at a precise temperature. The camera has been calibrated in factory prior delivery. A proper calibration could have been performed with the BC. However we have not considered such recalibration here. Indeed in our nondestructive testing applications, only temperature variations are needed and not the actual temperature. Therefore we will not pay attention to the small transmittance loss which will be considered as almost constant between two close temperatures.
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DECOUPLING THE THERMAL AND HOLOGRAPHIC SIGNALS

Principle
One important step of the FANTOM project was the study of decoupling the two signals. The users generally require that the temperature variations and deformations are measured during a specific load and that both are provided in separate data sets. One important part of the work was then to find procedure(s) allowing a separation of the two components contained in the intensity (2) at several instants during loading of the object monitored. Therefore we need to compute, on the one hand, the difference of the thermograms ( )
, ,
Th i I x y t captured at different instants i t and, on the other hand, the difference of phases ( ) , , i x y t φ contained in the interference term of (1). The latter will lead us to consider quantification of phase methods, in particular the phase-shifting technique. In this section we present some procedures for separating the two signals.
The separation method is based on the phase-shifting. The phase of the object state can be calculated through the phaseshifting process [1] which is recalled hereafter. This situation is depicted in Figure 5 . Let us call a t , b t , c t ,… different instants at which one wants to record the temperature and shape state of the evolving object. During the acquisition of the intensity patterns (2) the camera is synchronized with the piezo-element which moves the mirror MPZT in the reference beam and a sequence of n phase-shifted intensity patterns
is recorded at instant a t , a second similar
is recorded at instant b t , and so on. The duration of one sequence is limited by the stepped movement of the MPZT which is set to 100 ms per step, giving an overall duration of typically 400 ms, considering the 20 ms recording time for each frame. In our case we apply the 4-bucket algorithm which consists of acquiring a set of four holograms/specklegrams with a π/2 phase shift between each acquisition. Let us suppose that neither the reference nor object beam intensities, resp. , x y dependency for simplicity, we can write that the n th image of the sequence is: 
with n = 1,2,3,4. The phase is computed as [1] ( ) s k k is determined by the geometry of the set-up, 1 k and 2 k are the unit vectors of illumination and observation respectively. In our case, the object is globally perpendicular to the observation and illumination directions. As a result the displacement d is out-of-plane.
Similarily, we are interested in temperature difference which is simply obtained by 
However if the intensities of the beams varies between a t and b t , an error on Th I Δ , hence on temperature variation, will occur. In order to avoid this, an alternative procedure can be followed and is explained hereafter.
For cases where the phenomena observed are slow, we can consider the recording of a thermogram preliminarily to the recording of the interference pattern, as is shown in Figure 6 which represents the temporal sequence of operations. We need a shutter at the laser output which is closed prior to this preliminary acquisition (red rectangle). Then the thermogram is recorded. The duration of one sequence is typically 500 ms, considering the MPZT stepped movement, the duration of the different frames captures and the shutter operation. I t as depicted in Figure 6 . In this procedure, the temperature variation is simply obtained by subtracting the preliminary thermograms captured at the beginning of each sequence:
. 
First demonstration
The first example uses a sample shown in Figure 7 (a) and which consists of a helicopter panel constituted by sandwich made of honeycomb and carbon fiber reinforced polymer (CFRP) skins. The sample had a circular repair in its center and the zone observed (22 × 18 cm 2 ) is marked by a rectangle in red dots. The sample was not covered with any scattering removable powder, as is sometimes the case in holography. Indeed the roughness was sufficiently high and close to the wavelength that we were able to generate speckle from the surface itself, as is sometimes the case with CFRP composites [23] . A typical interference pattern between the reference and object beams is shown in Figure 7 (b).
The sample is heated by a halogen lamp placed at a certain angle for not blocking the field-of-view, as shown in Figure  7 (a). Figure 5 ). The blue color represents the lower temperature variations, whereas the red color represents the higher ones. Figure 8 (c) shows the phase variation modulo 2π obtained by calculation of (4) for two different object states and computing the phase difference φ Δ . This allows obtaining the out-of-plane displacement d through (6) after phase unwrapping, as can be seen in Figure 8(d) . Figure 8 (e) shows a hybrid representation consisting of the 3D plot of the deformation which is colored with the temperature difference value obtained in each pixel. This example illustrates well the potentiality of our technique which allows obtaining both types of information in every pixel and simultaneously or quasi-simultaneously depending on the procedure followed.
It can be seen that some noise is present in the reconstructed thermograms ( ) r Th I Δ , (Figure 8(b) ). This noise looks like speckle and is probably due to the variation of laser beam irradiances during the phase-shifting process. For that reason we prefer the preliminary capture approach (Figure 8(a) ) which provides better quality results. Nevertheless in this case we don't have the perfect simultaneity between temperature and deformation. The resolution in deformation measurements was already discussed in previous papers and we found typical values of 1 µm [14] . Concerning temperature, with the Jenoptik VarioCAM hr camera of our combined system, the manufacturer announces a thermal resolution better than 30 mK and an accuracy of +/-1.5 mK. In the case of the procedure with preliminary thermogram measurement (Figure 6 ), we consider that these are the performances of our system in term of temperature measurement capabilities, although affected by a few percent due to the beam combiner, as already mentioned. In terms of temperature variations measurement, we double these measurement errors since we have two measurements. By taking linear profiles in Figure 8 (a) and Figure 8(b) , we have found typical 5 % variations between both methods. However in the case of the temperature variation determination, we rely on ( ) r Th I Δ which is affected by any potential variations of reference and object beam irradiances between two sequences (see Eq. 7) and which are difficult to predict.
APPLICATIONS IN NONDESTRUCTIVE TESTING
Measurements in mechanical testing facilities
A series of demonstration tests were performed at the Centro de Tecnologías Aeronáuticas (CTA) situated in Miñano (Spain). Several structural testing facilities are running in large hangars and the thermo-mechanical behavior of aeronautics structures are analyzed under various loading conditions. They were presented in details in [19] . As an example, Figure 6 shows a test that was performed at CTA on a helicopter tailboom, typically 4 meters long and clamped at one side, while a vertical hydraulic actuator attached at the other side allowed displacing the free edge by a few centimeters. This test rig is placed in a large hangar with other test rigs working simultaneously to our experiments with operators around. Our instrument was placed in such a way to observe the area surrounded by the red dot lines close to the clamping point. It must be mentioned that Figure 9(a) shows the convex external part of the specimen while we observed this zone from the internal concave side. deformation close to the clamping zone. In the figures the clamping is located on the left-hand side of the pictures and far on the right (out of the observed field) is located the actuator. We have not compared these measurements with other techniques. Also no thermal variation was observable because they are probably too small compared to the temperature resolution of our camera. However the aim of this experiment was to analyze the ability of the detector to provide exploitable interferograms during measurement campaign in field conditions and, in that sense, it was considered successful. 
Thermo-mechanical measurements on composites
The following example shows the advantage of the combined system with respect to separate thermal and deformation measurements. The application consists of measuring the deformation of three CFRP coupons which are heated at gradually increasing temperature steps. One coupon is made only of CFRP, both others have an additional metallic layer. The coupons are set on a Copper baseplate (Figure 10(a) ) which can be heated from ambient temperature up to 150°C. The heat is transferred to the sample mainly by conduction. Conducting grease is also applied to improve contact and help further conduction. Such high temperatures usually prevent performing holographic or speckle interferometry in the visible, due to the air turbulences. In LWIR we are less sensitive to displacements measured, as well as perturbations of the environment. For further limiting the effect of turbulences, the baseplate is set almost vertically (Figure 10(b) ) and the coupons are kept in place on the baseplate by two screws on which they are simply in contact. The coupons are allowed to expand freely under the effect of heating. Contrarily to the previous example, the coupons and the baseplate were sprayed with a removable scattering powder (not shown on the figure). Indeed the baseplate was highly specular, which could cause potential damages to the microbolometer array from back reflections of the laser illumination [14] . This experiment was requested by an industrial composite manufacturer who required measurement of deformation by dimensional measurement (by fringe projection) and local temperature (by thermocouples) at different temperature steps. This was the ideal case to test the interest of our combined technique. Figure 10(b) shows the dimensional measurement system which is the ATOS sensor manufactured by the company GOM. It allows measuring the coordinate of surface points with an out-of-plane resolution here of 10 µm (depends on the volume measured), while our technique has a typical 1 µm resolution [14] (one tenth of the wavelength). A calibration of the temperature measurement on the sample was made in a preliminary experiment, by thermocouples. We added a counter-measurement with thermographic camera, which allowed observing the temperature homogeneity of the sample. The additional thermographic camera is a FLIR Infracam (based on microbolometer array with 120 × 120 pixels) and it is shown in Figure 10 Both systems have their own characteristics (magnification, lateral resolution,…), they observe the same scene at different viewing angles, and data formats are different. In order to correlate both types of data, complicated data fusion is needed. Figure 10 (e) and Figure 10 (f) show respectively the phase maps (modulo 2π) and temperature variations obtained by our combined technique on the three coupons, where the baseplate has been masked out.
It can be easily seen from this example the gain of the combined technique in term of correlation both in space and time of the deformation and temperature variation measurements. Moreover only one measurement system has to be set up instead of two. 
Nondestructive inspection of large composite structures in field conditions
For demonstrating the advantages of the lower sensitivity of LWIR ESPI, we have tested it in the facilities of a leading aircraft manufacturer. Figure 11(a) shows the mobile FANTOM system in inspection position in front of a large composite fuselage with the inspection area covered with removable white powder to allow backscattering into the camera, necessary for ESPI. It must be noted that we have shown that carbon fiber based composites do not usually need this powder, because of their sufficient roughness to provide speckle at this wavelength [23] . However the powder was used here because of the presence of metallic inserts which can produce back reflections. We have already discussed that the latter can be dangerous for the microbolometers array of the camera [14] . We have investigated and successfully detected defects on composite structures in the presence of air conditioning fans, air disturbances due to the frequent opening and closing of the hangar door, as well as usual traffic and activities in industrial plants. The quality of the interferences observed where slightly decreased, but they were still good enough for defect detection, as can be seen at Another zone was inspected and showed the interesting result which is illustrated in Figure 12 . A halogen lamp heated an area containing several defects at different depths. A reference state was recorded before the lamp starts. The figure displays the variation after 3 instants as indicated. The top line shows 3 phase maps and the bottom line shows the temperature variation taken from the same image and after the separation of signals explained previously. From this example, it is clear that some defects are easily detected by ESPI (surrounded in red) and other ones only by thermography (surrounded in yellow). From this example it can be concluded that the FANTOM technique can be used for an improved probability of detecting defects. 
CONCLUSIONS AND PERSPECTIVES
In this paper, we have presented a new technique consisting of long wave infrared ESPI using CO 2 laser emitting at 10 µm and a microbolometer array camera sensitive in the 8-14 µm range. The interference pattern (specklegram) recorded by the infrared camera is affected advantageously by an uncoherent background coming from the thermal radiation of the observed object. This makes possible the simultaneous capture of two types of information, related to shape and temperature of the object. Therefore it is possible to deduce the deformation and temperature variations of objects when the latter is undergoing a deformation which is accompanied by temperature change. This was the central idea of the European funded FANTOM project. We have presented the main development steps of the instrument which led to a mobile speckle interferometer that can be used outside laboratory. We have also discussed various procedures for decoupling the thermal information from the holographic information contained in interferograms.
We have presented a series of applications in nondestructive testing experiments. A first one was the measurement of large deformation during mechanical tests in structural tests facility. A second one was the thermo-mechanical assessment of composite coupons which allow seeing the interest have simultaneous capture of, one the one hand phase map for deformation metrology, and, on the other side, temperature variations. At last, we have shown an application in the hangar of a major aircraft manufacturer, where the system was used in industrial working conditions for defect detection on a large composite fuselage. It was demonstrated that some defects are observed by one technique and not necessarily the other one, and vice versa. At the end we have improved the probability of detecting defects by this natural data fusion between holography and thermography.
Currently we investigate the technique in other applications. One of them is the possibility of vibration analysis in which large displacements are observed [24] . Also the possibility of observing temperature variations during vibrations will be analyzed, mainly in the case of fatigue tests.
All these experiments prove that holographic/speckle techniques at such long wavelengths can be exported outside laboratory and lead to unique features in a wide variety of applications. In the future, the system could gain in compactness if new fibered laser sources like Quantum Cascade Laser are used [25] .
